


Rechargeable Lithium-ion Batteries 


Quallion 280 mAh Cell 
QLO280 





PERFORMANCE 
¢ Lithium-ion rechargeable cell 
‘ Long cycle life 


CHEMISTRY 
*LNCAO 


MAIN APPLICATIONS 
¢ Neuromodulation 
' Sensors 


Capacity Retention (%) 


KEY FEATURES 

¢ Zero-Volt™ enabled 
‘Implantable 

¢ Highly reliable 
*Domestically produced 

¢ Biocompatibility 
‘Compact and light weight 
*Hermetically sealed 

* Low self-discharge/long calendar life at 37°C 
‘Ti 6Al-4V case 

‘Case positive design 

¢ Positive pin: Ti 6AI-4V 

* Negative feedthrough: Mo 


Voltage (V) 


FOR MORE INFORMATION 
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SPECIFICATIONS 


ELECTRICAL CHARACTERISTICS 
Nominal Capacity 

Nominal Voltage 

Maximum Recommended 
Continuous Discharge Current 


Retained Capacity, 
500 Cycles and at 37°C 


Operating Temperature Range 


PHYSICAL CHARACTERISTICS 


Weight 
Volume 


Dimensions 


280 mAh 
3.6 V 


280 mA 
> 85% 


15°C to 42°C 


8g 
3.27 cc 


See second 
page 


Quallion 280 mAh Cycle Life at 37°C 


Temperature: 37°C 


Charge: C/2 (140 mA) CCCV 4.1 V, C/20 (14mA) cutoff 


Discharge: C/2 (140 mA) to 2.7 V 


Cycle 





Quallion 280 mAh Rate Capability at 37°C 
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Capacity Retention Based on C/10 Capacity (%) 





QUALLION 


Powering Life. 








Rechargeable Lithium-ion Batteries 


Quallion 280 mAh Cell 
010280 






§.540.3mm 








17.0+0.2mm 


345.00. 2rrirri 





Traceablity Markings including UID 
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